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Measurements of Scattered Radiation
A Radiation Protection Application

This application note contains a practical exangblmeasurements of scattered radiation
required for radiation protection. It contains aterpretation of the NCRP report No. 147
“Structural shielding design for medical X-ray fl#es” and a description of how the
measurements can be performed with the Piranh®ase Probe or Barracuda together wit
the EMM-BiasW electrometer and R100B.
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1. INTRODUCTION

The small dose detectors R100B (for BarracudaltlaadPiranha Dose Probe are very suitable
when it comes to measuring scattered radiationy &ine very durable and are easy to setup.
The high sensitivity the leaded back protectingdétector from register backscatter and the
minimal energy dependence are other features thkt them optimal for these type of
measurements. Since they are solid state detabtysio not need any bias voltage or
correction for pressure and temperature.

The NCRP report no. 147 contains recommendatiortestthical information related to the
design and installation of structural shielding fiaeilities that use X-rays for diagnostic
imaging. This application note presents a practidarpretation of the report and an example
of how your Barracuda or Piranha can be used tsunedhe required quantities.

The measurements in this document are also acepialidirections of the swedish radiation
institute SSI (SSI FS 2005:6) that was createddasea new law regarding radiation
shielding.
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2. THE NCRP REPORT No. 147

The report contains recommendations of shieldiag déne necessary to follow in order to
meet the currently accepted standards of radigtiotection but it also contains advisory
recommendations. The requirements for differene$ypf X-ray facilities are described.

To be able to compute the shielding requiremergseport introduces a couple of concepts
such adistance to the Occupied Ar@adOccupancy FactorsAn occupancy factor (T) for
an area is defined as the average fraction of tiraethe maximally exposed individual is
present while the X-ray beam is on. The occupaaciofs for different locations are given in
the report.

The report also contains instrumentation recommtmuafor performing radiation
protection surveys, see appendix D in the NCRPrtepbe report recommends a ionization
chamber because of its flat energy response axgtaia-rate independence. However, our
dose detectors for Barracuda and Piranha also times# requirements in the radiographic
range, see figure 1. The dose sensitivity is 109 (851 C/Gy)* Appendix has a graph
showing the energy dependence in the whole ran§8-a60 keV.

Figure 1. The energy dependence of the dose preihg @ mm Al beam filtration. More information alboilne
energy dependence of the dose detector can be fouwd other application notes, see the referdisteThe
application notes can be found on our website.

! In this application we have not measured afteibdmeier but such measurements would be no probiée.
high sensitivity and the lack of energy dependanake the detectors ideal for measuring both befockafter
the barrier. The graph in figure 1shows that detscare suitable for detection of high energetiotph
radiation.
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3. THE CALCULATIONS

In this example the measurements and calculatimsiade on a colon suite. We want to
determine the minimum barrier thickness requiredrater to shield the room properly. The
occupancy factors according to the NCRP report table 1. The calculations are made in a
Excel worksheet.

Occupancy factors (T)
Source: NCRP Report no.147

Offices, reception, laboratories, pharmacies or other work areas fully occupies by an individual, attended waiting

1 rooms, children's indoor play areas, adjacent X-ray rooms, nurse stations, X-ray control rooms
05 Examination and treatment rooms
0.2 Corridors, patient rooms, employee lounges, staff rest rooms
0.125 Corridor doors
0.05 Unattended waiting rooms, public toilets, outside areas with seating, unattended vending areas, storage rooms,
’ patient holding areas
0.025 Outdoor areas with only transient pedestrian or vehicular traffic, unattended parking lots, vehicular drop off areas

(unattended), attics, stairways, unattended elevators, janitor's closet

Table 1. Occupancy factors (NCRP Report 147, pdge 3

The occupancy factors in table 1 are used in ansatie overview of the room that are shown
in figure 2.
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Figure 2. Schematic picture over thamiation room.
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As shown in the example below (figure 3), the meadudose per year (1), the reference
distance inside the room (2) and the distancedathacent room (3) are required input

parameters for the calculations.

The calculations:

1. Measured dose (mSv/year)

2. At a distance of X (m)

3. In a adjacent room at the distance Y (m)

4. The unshielded dose is (mSv), according to the square law
D = measured dose*(X/Y)"2

5. The adjacent room has the occupancy factor T

6. Which means that the allowed yearly dose in the room is (mSv/year)
0,1T

7. The shielding requirement is given by the transmission
(allowed yearly dose for the room)/(unshielded yearly dose for the room)
translated into building material is

a mm lead =
b cm concrete =
c cm plaster =

Example
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0.080
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0.32
2.87
8.90

Figure 3. Calculation of the shielding teégment.

The unshielded dose (4) is calculated from thetidjpta and the allowed yearly dose (6) is

calculated from the occupancy factor. The requst@dlding translated into building material
is then calculated according equation A.2 founghage 117 in the NCRP report. The data for
calculating the thickness of different types oflig material is found on page 147, table

C.1).

We have made the assumption that the X-ray soaragoint source. If the field is large and
the distance to the detector is small, it may ldeebéo use the equation for extended source

instead, i.e. in point 4, change to D = measuresgt/Y).
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4. THE MEASUREMENTS

4.1 The setup

The measurements were performed on a colon suitdaspital (Sodra Alvsborgs Sjukhus)

in Sweden. The Piranha and the external dose pvebe used with a (the Piranha and the PC
were connected through Bluetooth) running the @@ Hoftware. The Barracuda together
with the electrometer EMM-BiasW and dose detectb®®B could also have been used. The
two systems have the same specifications in tpis ¢f measurements.

Figure 4. The measurement setup.

The dose probe were placed at a reference distdribe different positions in the room, see
figure 4. Four PMMA blocks (each was 5 mm thickygvased to simulate a patient. It is
important to angle the active detector area ofithge probe towards the source of radiation
since it has lead on the backside and has lowponsg when radiation comes from an angle.

For each position, that corresponded to the walteeé schematic room overview (figure 2),
the dose and the KAP value were measured simultashed he generator was set to 74 kV
and 1.1 mA and the Real-Time Meter in the oRTIgtwsre were used to be able to collect
the data simultaneously into an Excel work sheBtned” measuring mode was used to be
able to start the measurement before the radiabares on. The sensitivity was set on

“high”. For more information about these parametseg the Barracuda reference manual.
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4.2 The result

The measured dose in uGy was directly translatednBv and the quantity mSv per KAP
was calculated, see table 2. Wall 2 (figure 2) dowdt be measured at a proper distance
because the X-ray machine was mounted there amdeasured the diagonal value instead.

|Distance to phantom (m) KAP (mGycm?2) Time (ms) Dose (L Gy) mSv per KAP

wall 1: 1.7 480 5282 0.444 0.000000925
Wall 2:

wall 3: 1 362 5298 0.562 0.000001551
diagonal 3-4 1.7 412 5291 0.347 0.000000841
wall 4: 1 410 5304 1.196 0.000002918
diagonal 1-4 1.65 414 5283 0.455 0.000001099
diagonal 2-3 1.13 404 5281 0.701 0.000001735

Table 2. The first step; calculation of mSv/KAP.

We have assumed this lab was used in approximaiélycolon examinations per year and a
total KAP/year of 29070 Gychwhich gives a mean dose of approximately 51

examination. By doing this we can estimate, basethe above measurements, the dose/year
at each measuring position, see table 3.

mean KAP value (colon) (Gycm?2) # examinations total K AP /year mSv per year
51 570 29070 27 wall 1:
Wall 2:
51 570 29070 45 Wall 3:
51 570 29070 24 diagonal 3-4
51 570 29070 85 wall 4:
51 570 29070 32 diagonal 1-4
51 570 29070 50 diagonal 2-3

Table 3. The second step; calculation of mSv/year.

The dose was not measured for ceiling and flooe Aighest measured values have been used
at those position. Ceiling and floor is seldom ssue at hospitals since they have a layer of

30 cm concrete. The yellow column containing mSvyaar is moved into the Excel sheet in
figure 4.
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The calculations were then performed accordingpéoetxample in figure 3, see figure 4.

The dose rate has been measured with the Piranha dose probe
The calculations:

Measured dose (mSv/year), see tab 0

at a distance of X (m)

In a adjacent room at the distance Y (m)

the unshielded dose is (mSv), according to the square law

D = measured dose*(X/Y)"2

The adjacent room has the occupancy factor T (see tab occupancy factors)

which means that the allowed yearly dose in the room is (mSv/year)
0,1T

The shielding requirement is given by the transmission
(allowed yearly dose for the room)/(unshielded yearly dose for the room)
translated into building material is

mm lead =

cm concrete =

cm plaster =

Number of plaster slices of 12 mm

Grey cells are calculated

WALL1 WALL2 WALL3 WALL4 FLOOR CEILING

27 | 50 ] 4 | 8 [ 8 ] 8
7 | .7 | t | 1t | 1 | 1
5 | 3 ] 3 | 25 ] 2 | 2
311 | 16.06 | 500 | 13.60 | 2125 | 21.25
0025 ] 05 | 02 | 1 [ 0025 ] 1
70 | 02 | 05 ] 01 | 40 | o1

001 ] 010 | 00 | 019 ] 0.0
0.00 0.85 0.28 1.04 0.17 1.21
0.00 6.43 2.52 7.62 1.63 8.66
0.00 20.51 7.72 24.13 4.77 27.25
00 | 172 | 64 | 201 | 40 | 227

Figure 4. Calculation of the shielding requirement.

If the transmission is larger then 1 (as for Wallh figure 2) no extra shielding is required.
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5. CONCLUSIONS

After the measurements a report could be creagedihe example below.
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Room 2050
Department Réntgen, SAS Bords
Room description Colon lab

The room is approved for using X-ray equipment of t he type:
Fluoroscopy examinations with image intensifier

The room is approved for activity of the type:

The room is built with at least 2 mm lead equvivalence in all walls, ceiling and floor.
and is therefore approved for fluoroscopy of the trunk up to approximately

1200 examinations/year.

(corresponds to a colon examination)

During the investigation the activity in the surrounding rooms were the following:

outside outside outside outside outside

wall 1
control room x-ray lab
control room x-ray lab

wall 4 wall 2

control room x-ray lab
control room x-ray lab

wall 3
corridor corridor corridor corridor corridor

Signature Date

Figure 5. Example of a report.
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7. APPENDIX

7.1 The angular dependence

R100B angle dependence, 69 kV
at negative and positive X-axis
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Figure 6. The normalized ratio of the R100B dodeeas a function of the R100B angle, using

the radiography tube (W/3 mm Al).

7.2 The energy dependence
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Figure 6. The energy dependence of the dose pildisevalues are normalized to 1 at 1MeV.



